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ABSTRACT: The ANTARES neutrino telescope, located 40km off the coast of Toulon in the Mediterranean
Sea at a mooring depth of about 2475m, consists of twelve detection lines equipped typically with 25 storeys.
Every storey carries three optical modules that detect Cherenkov light induced by charged secondary parti-
cles (typically muons) coming from neutrino interactions. As these lines are flexible structures fixed to the
sea bed and held taut by a buoy, sea currents cause the lines to move and the storeys to rotate. The knowledge
of the position of the optical modules with a precision better than 10cm is essential for a good reconstruction
of particle tracks. In this paper the ANTARES positioning system is described. It consists of an acoustic
positioning system, for distance triangulation, and a compass-tiltmeter system, for the measurement of the
orientation and inclination of the storeys. Necessary corrections are discussed and the results of the detector
alignment procedure are described.
KEYWORDS: ANTARES neutrino telescope, detector alignment, acoustic positioning, calibration.
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1. Introduction
The ANTARES neutrino telescope [1, 2], located in the Mediterranean Sea 40km off the coast of Toulon,
France at a mooring depth of about 2475m, is designed to search for high-energy cosmic neutrinos from
astrophysical sources [3, 4]. Neutrinos are measured by the detection of Cherenkov light induced by charged
secondary particles from neutrino interactions occurring in the volume inside or surrounding the detector.
The ANTARES detector consists of 885 optical modules arranged in a three dimensional array over twelve
detection lines. The inter-line spacing is 60-70m. Typically, the lines have a height of about 450m and
carry 25 storeys. Each storey is a support structure for three optical modules and an electronic container,
see Figure 1. The cables between the storeys serve both as mechanical structure and as an electro-optical
connection. The lines are fixed to the sea floor by an anchor called a ’bottom string socket’ (BSS) and are
held taut by a buoy at the top of the line. The lines are not rigid structures, so deep-sea currents (typically
around 5cm/s, see Figure 2) cause the lines to be displaced from the vertical and the storeys to rotate around
the line axis.
The optical modules [5] consist of a pressure resistant glass sphere housing a 10′′ Hamamatsu photo-
multiplier (PMT) oriented 45◦ downwards in order to optimize the detection of light from upward going
muons. The algorithm for track reconstruction in ANTARES is based on the measurement of the arrival
times of the Cherenkov photons [4, 6]. To achieve a direction resolution of a few tenths of a degree, it is
necessary to know the position of each optical module with a precision of about 10cm (corresponding to an
uncertainty in the travel time of light in water of 0.5ns). This allows to fully exploit the timing resolution
of about 1 ns for the recorded PMT signals [7] without degradation by positioning uncertainties. To achieve
this accuracy during data taking, the ANTARES detector incorporates a two-fold system.
The first is an acoustic positioning system consisting of emitters on the sea floor around the detector
and at the anchor of each line, as well as receiving hydrophones on five storeys of each line. This subsystem
measures the position of the storeys by triangulation (see Section 2). The second subsystem consists of a
– 1 –
Figure 1. Schematic diagram of an ANTARES storey carrying three optical modules, an electronics container and a
positioning hydrophone fixed off-axis.
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Figure 2. Distributions of sea current speed (left) and horizontal direction (right) at the ANTARES site measured with
an Acoustic Doppler Current Profiler (ADCP) in 2009 [1]. The velocities are typically around 5cm/s. Two preferred
directions due to the Ligurian current (East 90◦, West 270◦) are clearly visible.
compass-tiltmeter system installed on each storey which measures the orientation and inclination of each
storey (see Section 3). Information provided by both systems is combined into a global χ2-fit that recon-
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structs the shape of each line. The position and orientation of each optical module is then determined from
the line shape as explained in Sections 4 and 5.
2. The Acoustic Positioning System
The acoustic positioning system of the ANTARES experiment is composed of two subsystems. The low
frequency long baseline positioning system (LFLBL) is used to connect the local frame of the detector to the
geodetic reference frame. This allows the absolute position and orientation of the detector to be determined.
The high frequency long baseline positioning system (HFLBL) serves to measure the relative positions of
the different elements of the ANTARES detector within the local detector frame with high accuracy.
2.1 The Low Frequency Long Baseline Positioning System
The LFLBL acoustic positioning system is a commercial set of devices provided by the IXSEA company1.
This system uses the 8-16kHz frequency range to measure the travel time of controlled acoustic pulses
between an emitter-receiver acoustic module (AM), linked to a time counting electronic system, and au-
tonomous battery-powered transponders. The use of acoustic signals at these frequencies allows long prop-
agation times to be measured. After convolution with the sound velocity profile of sea water, distances up to
about 8000m can be resolved. Therefore, this system is well suited to determine the position of ANTARES
structures by triangulation from a ship on the sea surface.
In the ANTARES experiment, every line anchor (BSS) is equipped with an autonomous transponder,
allowing its positioning to be determined by triangulation with respect to a set of five reference acoustic
transponders, placed on the sea bed around the detector area at distances of about 1100-1600m. In addition,
an acoustic module is operated from a ship at a depth of 15-20m to avoid the interference of acoustic
reflections off the sea surface or warm water layers present at shallow depths during the summer season.
The absolute geodetic positions of the reference transponders were individually determined with an accuracy
better than 1m prior to the installation of the ANTARES detector. This was done by performing several
hundred triangulations from a ship positioned by Differential GPS (DGPS). The sound-velocity profile from
the sea surface to the sea floor necessary for this calculation has been derived from the Chen-Millero formula
[8] using sets of temperature and salinity profiles measured at the ANTARES site.
Combining the acoustic travel time measurements between the transponders on the BSS, the reference
transponders and the AM on the ship, the absolute position of the BSS is monitored in real time during
the line deployment. The position is determined with an accuracy of a few meters and the final anchoring
position of the BSS with an accuracy better than 1m after statistical averaging.
In order to determine the absolute orientation of the detector, accurate measurements of the BSS po-
sitions are vital. Therefore, the relative positions of the line anchors are constrained using all distances
between pairs of high frequency positioning transducers obtained from the HFLBL system (accuracy about
3cm, see Section 2.2). Since the high frequency transponders are mounted about one metre off-axis with
respect to the line – whereas the LFLBL transponder is located close to the line axis – the orientation of
the BSS has to be considered. The latter is determined with an accuracy of about 5◦ using the compass
of a submarine vehicle during an undersea line connection. In addition, the relative depth of the sea bed
at the position of each BSS is measured by a pressure sensor on the submarine with a precision of about
10cm. Using the HFLBL triangulation data of periods where the line remains almost vertical because of
small speeds of the sea current (smaller than 2cm/s) and combining with the supplementary data described
above, the determination of the BSS depth is substantially improved.
The absolute orientation of the neutrino telescope with respect to the sky is obtained using both the
absolute positions of the different line anchors and the BSS to BSS relative positions. An estimate of the
accuracy of the absolute pointing of the ANTARES telescope was obtained by Monte Carlo techniques
1http://www.ixsea.com
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taking into account the accuracy of the individual BSS positions, BSS to BSS distances and the uncertainty
of the sound velocity [9]. The resulting uncertainty for the absolute orientation was found to be less than
0.13 ◦ in the horizontal and less than 0.06 ◦ in the vertical directions. This well matches the resolution of
about 0.2 ◦ aimed at for high energy muon track reconstruction.
2.2 The High Frequency Long Baseline Positioning System
The HFLBL acoustic positioning system of ANTARES was developed and constructed by the company
GENISEA/ECA2. It is used to determine the position of the detector elements relative to the BSS positions
with high precision. The positioning method is based on a measurement of travel times of acoustic sinusoidal
pulses (40–60kHz) between acoustic transceivers fixed at the line anchors and receiving hydrophones on
the detector lines. These acoustic distance measurements are then combined to obtain the positions of the
hydrophones by triangulation. For the frequencies used, the attenuation length in sea water of 700-1000m
[10] is sufficiently long for acoustic measurements over the ANTARES dimensions.
In addition to the battery powered transponder of the LFLBL, each ANTARES detector line is equipped
with a transceiver fixed on a rod at the BSS. It is operated as receiver and emitter (RxTx module). Five
storeys of each line (storeys 1, 8, 14, 20 and 25, counted from below) carry receiving hydrophones (Rx
modules) to detect the signals of the emitters. The distances between the hydrophones are smaller in the
upper part of the line where the displacement from the nominal position is larger.
The RxTx modules are composed of one transceiver and six electronic boards located in the String
Control Module (SCM) of each BSS. Their purpose is to emit acoustic signals (to be detected by the Rx
modules), triggered by an external synchronisation signal (Master Clock), to detect the signals of other
RxTx modules, to stamp the detection time with respect to the Master Clock and to transmit the timestamps
and amplitudes to the shore station. The Rx modules are composed of one hydrophone and three electronic
cards in the Local Control Module (LCM) of the respective storey. They fulfill the same tasks as the RxTx
modules except the emission of acoustic signals.
The positioning of the ANTARES detector is done by successively sending acoustic wavepackets (typ-
ical duration 2ms) from each RxTx module at different frequencies to identify unambiguously the emitting
module. The acoustic emission is organized in a periodic succession of cycles (every two minutes, pro-
grammable from onshore). One cycle consists of the emissions of all RxTx modules at their respective
frequencies between 44.522kHz and 60.235kHz in a predefined sequence. Following the emission of a spe-
cific RxTx module all other RxTx and Rx modules are put into reception mode, searching for the emitted
frequency with a band-pass filter. Once the modules detect acoustic signals at the given frequency above
a predefined threshold they provide the detection time together with the measured amplitude of the signal.
The threshold as well as the amplification gain of every receiving module can be set individually from the
shore. This allows to compensate the different attenuation of the emitted signals caused by different receiver-
transmitter distances. For the RxTx modules, the emission frequency, level, duration and the delay between
emissions can be adjusted. A schematic of the HFLBL system is shown in Figure 3.
2.3 Determination of Distances and Positions
The relative position of each element of the acoustic positioning system can be evaluated by analysing the
data after corrections and cleaning steps. First a correction has to be applied to all measurements performed
by a single sensor in order to compensate for the propagation delays, up to 4 µs, of the clock synchronization
signals in the optical fibre network of the apparatus. Then a correction has to be applied on the arrival times
measured by the receiving modules to correct for the delay of the filtering and detection electronics and to
compensate that low amplitude signals cross the predefined threshold later than high amplitude signals. The
detection delay as a function of the measured amplitude of the acoustic signal (walk correction) was deter-
mined during a test campaign in a water pool. It amounts to 140-180 µs and was found to be independent of
2Formerly GENISEA now ECA, http://www.eca.fr
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Figure 3. Schematic demonstrating the principle of the HFLBL positioning system for two lines (for simplicity only
storeys with an Rx module are shown).
the frequency of the signal in the frequency range used. The walk correction uncertainty correlated to gain
instabilities was estimated to be smaller than 10 µs r.m.s. Given a speed of sound of about 1500m/s, this
leads to a distance uncertainty of about 1.5cm.
After correction of the walk effect, filtering and averaging over the arrival times is performed to clean
the data sample from spurious measurements due to noise. For each travel time measurement TAB,i between
a specific emitter A and a receiver B the sliding average is calculated including n/2 preceding and n/2
successive measurements (typically n = 6):
tAB,i = 〈TAB,i〉=
1
n+ 1
i+n/2
∑
m=i−n/2
TAB,m (2.1)
The averaging technique can be applied since the position of a hydrophone changes slowly due to the sea
current. If |TAB,i−〈TAB,i〉| exceeds a given value the data point i is judged as spurious and removed from the
data sample. This procedure is iterated several times with ever tighter cuts, typically at 160 µs, 80 µs and
40 µs, in order to optimally reject spurious detections without removing correct measurements.
The distance between the devices A and B can be calculated from the filtered travel times tAB,i knowing
the speed of sound in sea water. As the speed of sound is not constant3 the travel time is defined as the
integral over the path s from A to B divided by the local sound velocity c(s):
tAB,i =
∫ B
A
ds
c(s)
(2.2)
The ANTARES detector includes several sound velocimeters that determine, locally, the sound speed in
water by measuring the travel time of an acoustic pulse over a distance of 20cm. At the depth of the
3The speed of sound in sea water depends on the temperature, salinity and the pressure (and thus on depth); the temperature and
salinity values are almost constant over the entire ANTARES detector.
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ANTARES neutrino telescope the speed of sound changes only with pressure i.e. with depth z (z-axis chosen
as vertically upward):
c(z) = c(z0)− kc(z− z0) (2.3)
where kc = 1.710 cms
1
m
derived from [8] for the Mediterranean Sea and z0 is the depth of a sound velocimeter
used to measure the speed of sound. The sound in deep-sea water does not propagate along a straight line,
its trajectory is slightly bent. The bending radius of about 80km [11] is more than 100 times larger than
distances that have to be measured: for this reason the sound travel path is approximated as straight and the
distances between acoustic modules are calculated as
dAB,i = tAB,i
[
c(z0)− kc
(
zA + zB
2
− z0
)]
(2.4)
where zA,zB are the depths of modules A and B. The error on the path length caused by this approximation
is smaller than 2.5cm for a distance of 500m. The accuracy of the system is illustrated in Figure 4 which
shows the distance measured between two fixed RxTx hydrophones during a period of three months. The
plot exhibits a resolution of better than 1cm and a stability better than 3-4cm over a distance of 193m. The
observed variations on the fixed distance are mainly due to the effect of changing sea current velocity along
the acoustic wave travel path.
Figure 4. Distance measured between two fixed RxTx hydrophones on two different BSS for a three month period in
spring 2011.
If during one measurement cycle at least three distances for a receiver module with respect to emit-
ter modules of known positions are available, a three-dimensional triangulation of the module position is
possible:
(~ri −~r j)2 = d2i j (2.5)
with~ri,~r j being the positions of acoustic modules i and j, di j the distance between module i and j calculated
from the signal propagation time between i and j as described above. Usually more than three distances to
emitting modules are available which leads to an over-determined set of equations. The positions~ri are ob-
tained by minimisation through an iterative convergence procedure based on Singular Value Decomposition
of the linearised set of distance equations.
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An example for the hydrophone positions of one line obtained by triangulation is shown in Figure 5.
The horizontal movement of three hydrophones at different altitudes along the line and the absolute value
of the displacement from the nominal position as a function of time are presented. The observed displace-
ments increase with increasing height, reaching in this period up to 18m for the uppermost storey. Studies
performed by Monte Carlo simulations taking into account the accuracy of the distances obtained from the
acoustic travel times have demonstrated that the uncertainties of the hydrophone positions in the local de-
tector reference frame vary typically between 3 and 6cm from the lowest to the highest storey of the lines.
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Figure 5. Top: Displacements of three hydrophones of Line 3 in the horizontal plane from April to June 2011 (black:
storey 1, about 100m above sea bed; pink/dark grey: storey 14, about 290m above sea bed; green/light grey: storey 25,
at the top of the line); Bottom: Time dependence of the radial displacement of these hydrophones for the same period.
3. The Compass-Tiltmeter System
Each ANTARES storey is equipped with a commercial board (TCM2)4 that measures the inclination of the
storey with respect to the horizontal plane in two perpendicular axes (pitch and roll). The principle of this
measurement is based on the movement of a fluid in the sensors due to the inclination of the storey. Since
the inclinations measured with the tiltmeters give the tilts in the local frame of the TCM2 it is necessary to
measure also the absolute orientation of the TCM2 (heading angle φ , i. e. rotation around line axis). For this
4Manufactured by PNI Sensor Corporation, http://www.pnicorp.com
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purpose three flux tube magnetic sensors measure the Earth magnetic field ~B in three perpendicular local
directions (x, y, z) in the TCM2 frame. From the values Bx and By measured in the horizontal plane the
heading angle φ between the x-axis of the TCM2 and the magnetic North can be calculated:
tan(φ) =−By
Bx
(3.1)
The angle with respect to the true North is obtained correcting the deviation between true and magnetic
North which is 0.93◦ for January 2011 with an annual change by +0.12◦ [12]. The accuracy given by the
manufacturer is 1◦ (resolution 0.1◦) for the heading angle and 0.2◦ (resolution 0.1◦) for the tilts.
3.1 Calibration and Corrections
Tiltmeter Offsets: For typical values of the sea current (a few centimetres per second) the inclination of
the storeys is of the order of 0.1◦. A precise measurement of the storey inclination requires an accurate
knowledge on how the TCM2 card is mounted in the storey and of the intrinsic offsets of the TCM2 sensors.
The orientation of the TCM2 cards relative to the storeys have been measured during line construction. The
offsets of the pitch and roll sensors were measured in the laboratory with the storeys positioned vertically.
Typically the obtained offsets are in the range of 0.1-0.3◦, so they have to be taken into account to avoid
systematic errors in the reconstruction of the line inclination. A check of the tiltmeter offsets is performed in
situ after line deployment: over a long period the values given by a tiltmeter are expected to fluctuate around
the tiltmeter offset because the sea current direction changes leading to different orientations between the
tiltmeters and the direction of the inclination of the storey. Figure 6 shows the variation in time of the pitch
and roll sensor of a certain storey over a two month period. The expected fluctuation around the offset is
clearly visible and from the ’baseline’ the offset can be determined (in this case 0.6◦ for pitch and 0.1◦ for
roll).
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Figure 6. Measured pitch and roll values for Line 12 storey 9 in Nov./Dec. 2010 (for explanations see text).
Compass Calibration: The Earth magnetic field component in the horizontal plane at the ANTARES posi-
tion (42◦48′N, 6◦10′E, elevation −2.4km), which is used to determine the heading of the storeys, amounts
to 24.0 µT [12].5 If a storey rotates 360 degrees around the line axis in a diagram of the measured By vs
Bx a circle with radius 24.0 µT is expected. The change of the values of By and Bx due to the inclination
of the storeys is negligible since the tilts are usually in the range of one degree or below. Figure 7 shows
By vs Bx as observed in the deep-sea for storeys 13 and 25 of line 12, together with the expected behaviour.
5The Earth magnetic field at the ANTARES site is mainly oriented North-South with only a small East-West component (values for
Jan. 2011): BNS = 24.0 µT, BEW = 0.4 µT and Bz =−39.4 µT.
– 8 –
In some cases ellipses are observed instead of circles, in other cases the radius of the circles has not the
expected value or the centre of the circles is shifted. The first two problems are due to a miscalibration of
the magnetic field sensors where Bx and/or By give too large or too small values; this can be corrected by a
scaling factor cx,y. The shift of the circles is due to parasitic magnetic fields inside the electronic container of
the LCM, which follow the rotation of the storey. Therefore they have a fixed direction in the local rotating
frame of the LCM and are corrected by subtracting an offset from Bx and By:
Bcorrectedx,y = cx,y(Bx,y −B
off
x,y) (3.2)
The corrected values of Bx and By are used to calculate the heading of the storey as described above. The
correction for the heading of the storeys varies strongly from storey to storey and can be as large as 5 to
10 degrees. Thus for an accurate determination of the position and heading of the optical modules the
application of this calibration is essential. The calibration constants are determined from in situ data. A
proper calibration in the laboratory is not feasible because of the anthropogenic magnetic fields which are
absent in the deep sea.
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Figure 7. By vs Bx (black line) for two different storeys as measured in Nov./Dec. 2010 together with expected behaviour
(dashed circle).
4. The Line Shape Model
A direct measurement of the storey position is only possible for the five storeys containing a hydrophone. In
order to evaluate the position of all storeys of a line a mechanical model was developed. The inclination θ
(zenith angle) of the line with respect to the vertical direction, at a certain height, is given by the ratio of the
horizontal and vertical forces summed over all line elements j above that point:
tan(θi) =
N
∑
j=i
Fj
N
∑
j=i
Wj
(4.1)
The horizontal forces Fj result from the flow resistance (or drag) of the line elements and are assumed to be
parallel: there are contributions of the storeys, the cables in between (12.5m length), the cable from the BSS
to the first storey (about 100m length) and the buoy. The vertical forces Wj are given by the difference of the
buoyancy and the weight in air of each element. The flow resistance is calculated according to the following
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Table 1. Drag and weight constants used for the modelling of the ANTARES lines based on measurements and calcula-
tions; negative values indicate downward going forces.
Element j: storey cable12m cable100m buoy
f j 383.8Ns2/m2 222Ns2/m2 1850Ns2/m2 453Ns2/m2
Wj 265.6N -52.9N -440N ≈7kN
equation
Fj =
1
2
cw, jA jρv2 (4.2)
making use of the drag coefficients cw, j of the individual elements which were either measured or calculated;
ρ , A j and v are the density of the fluid (sea water), the cross section of the element and the sea current
velocity, respectively6. It is convenient to set up a continuous function by smearing the effective weight of
the storeys and cables as well as the flow resistances over the whole line of height h. This will typically give:
W (z) =
[
25
(
Wstorey +Wcable12m
)
+Wcable100m
] h− z
h +Wbuoy (4.3)
and
F(z) =
[
25
( fstorey + fcable12m)+ fcable100m] h− zh v2 + fbuoyv2 (4.4)
The numerical values for the constants f j = 12 cw, jA jρ and Wj are given in Table 1.
Identifying tanθ with the slope dr/dz (with r radial displacement at height z) of the line yields:
dr
dz =
F(z)
W (z)
=
a− bz
c− dzv
2 = g(z) (4.5)
with
a = 25
( fstorey + fcable12m)+ fcable100m + fbuoy, (4.6)
b = 25h
( fstorey + fcable12m)+ 1h fcable100m, (4.7)
c = 25(Wstorey +Wcable12m)+Wcable100m+Wbuoy, (4.8)
d = 25h (Wstorey +Wcable12m)+
1
hWcable100m. (4.9)
By integration of equation (4.5) over z, for a given value of the sea current v, the radial displacement r(z) is
obtained.
r(z) =
z∫
0
g(z′)dz′ =
[
b
d z−
ad− bc
d2 ln
(
1−
d
c
z
)]
v2 (4.10)
The combination of the linear and the logarithmic term is responsible for the characteristic shape of the
line. The radial displacement increases quadratically with the sea current velocity. Figure 8 illustrates the
calculated positions of the 25 storeys of a line for different sea current velocities. For typical velocities
(e. g. v ≤ 7cm/s, see Figure 2) the radial displacement is smaller than 2m even for the uppermost storey,
whereas for a velocity of 20cm/s the displacement is as much as 15m.
6The vertical component of the current was found to be very small and is neglected.
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Figure 8. Calculated positions (height and radial displacement) of the storeys of a line (dots) with respect to the anchor
of the line (BSS) for different sea current velocities according to the described line shape model; note the different scales
on the axes.
5. Detector Alignment
The line shape model described in the previous section is used to simultaneously fit the data of the acoustic
positioning system and the data from the compass-tiltmeter system. The only free parameter is the current
velocity: the line shape equation (4.10) can directly be used to fit the position of the five hydrophones from
acoustic triangulation taking into account the known BSS position (anchor point of the line). Simultaneously
the inclination angles of the 25 storeys of a line, which correspond to drdz , are fit according to equation (4.5).
In practice, a two-dimensional χ2-fit is performed on the x and y components of equations (4.5) and (4.10)
with vx and vy (components of the sea current velocity in the horizontal plane) as fit parameters. This yields
in addition to the radial displacement r also the direction of the line inclination Ψ:
tanΨ =
vy
vx
(5.1)
For the calculation of the χ2 the respective Gaussian errors are taken into account, namely: 5cm for po-
sitions from triangulation, 1 degree for heading angles and 0.2 degrees for pitch and roll. From the radial
displacement and the line inclination the three-dimensional positions of all storeys are calculated. Every two
minutes, updates of the positions and orientations of the optical modules are thus available. The position of
the centre of each storey and three angles describing the orientation of the storey are stored in a database, to-
gether with the errors on the respective quantities obtained from error propagation. This procedure provides
the complete geometry of the detector required for muon track reconstruction.
Figure 9 shows the difference between the triangulated positions of a storey using its hydrophone and
the positions resulting from the alignment fit for the periods in March 2010. A narrow distribution peaked
almost at zero (mean: 0.8cm) is observed with an r.m.s. of 4.5cm. This excellent agreement indicates the
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Figure 9. Difference between triangulation result and line fit for the position of storey 20 of Line 3 in March 2010.
absence of significant systematic errors introduced by the line shape model and clearly demonstrates that the
required precision of better than 10cm has been achieved.
An additional validation of the line shape model and the fitting procedure is given by comparing the
sea current velocity (absolute speed and direction values) obtained by the fit and the ones measured using
the Acoustic Doppler Current Profiler. Over a broad range of velocities (5-15cm/s) there is good agreement
between the measurements and the fit results (see Figure 10). Given this agreement, the line fit procedure
provides, as a byproduct, a continuous accurate long-term monitoring of the currents in the deep sea every
two minutes. Furthermore, the velocities obtained from the fit on the twelve individual lines agree well
within their uncertainties (deviations typically less than 1cm/s).
6. Summary and Conclusion
The positioning system of the ANTARES neutrino telescope, necessary to evaluate the position of the 885
optical modules with an accuracy better than 10cm, has been described with special emphasis on the applied
corrections and calibrations. The procedures used to filter and smooth the arrival times for the acoustic
triangulation, to correct for walk effects, to account for the varying sound velocity with depth, to correct the
offsets of the tiltmeters and to calibrate in situ the magnetic field sensors for the measurement of the heading
of the optical modules, were described.
The system has been in stable operation in its final configuration since summer 2008. It provides not
only a full detector alignment every two minutes but gives – in combination with a mechanical model for the
line movement – an accurate long-term monitoring of the sea current in the deep sea off the coast of Toulon.
The combined approach of an acoustic positioning system, for the triangulation of distances, and of a
compass-tiltmeter system, for the measurement of inclinations and orientations, gives unambiguous infor-
mation about the movement of the lines. The resulting positions and orientations of the optical modules
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Figure 10. Fitted current velocities from the positioning procedure (averaged over all twelve lines) compared to the ones
measured with the Acoustic Doppler Current Profiler (ADCP) for a period of one week; top: speed of the sea current,
bottom: direction of the sea current.
well match the requirements for track reconstruction with an underwater neutrino telescope like ANTARES.
Further, the excellent performance of this system makes it a recommended technique for the detector posi-
tioning for the planned future cubic kilometre scale neutrino telescope KM3NeT in the Mediterranean Sea
[14].
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